A complication of percutaneous tracheostomy whilst using the Combitube for airway control.
We report the occurrence of oesophageal perforation and dilatation during percutaneous tracheostomy. The Combitube was used for airway maintenance during this procedure. This case highlights the limitations of the Combitube when used in this situation.